Elaboration of HPLC method for biotin determination in multiple vitamin drugs and comparison with microbiological method.
We were searching for optimal analytical conditions for the biotin determination by the HPLC method with detection at the wavelength 200 nm in multiple vitamin drugs. Statistical parameters of the HPLC method and the microbiological method of the biotin determination, were compared.